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Introduction
Optical coherence tomography (OCT) is a popular method for imaging of the human retina, and for quantification of retinal layer thicknesses. Changes in the thickness of a retinal layer of a patient as a function of time may be used for the diagnosis and management of retinal diseases and glaucoma. Recent measurements on a phantom model retina have demonstrated that the layer thicknesses that are assessed with various OCT instruments are not correct [1] . Moreover, layer thicknesses depend on the signal-to-noise ratio (SNR) [2] and change after cataract extraction [3] [4] [5] .
The raw signal that is detected in spectral-domain (SD) OCT is the result of interference between light returning from the sample and reference arm of an interferometer. This signal is then mapped to k-space and Fourier transformed to z-space, where the reflected intensity is shown as a function of depth. OCT is based on low coherence interferometry, and the broadband light sources that are used in OCT have a coherence length of several µm. Reflections are convolved with the coherence function, and owing to the finite width of the coherence function this leads to low-pass filtering of the signal in z-space. Furthermore, for display purposes the signal is log transformed to reduce contrast and thus improve the visibility of the various retinal layers. Figure 1 illustrates this transform. The borders between the various retinal layers may be considered edges. The position of an edge is not affected by low-pass filtering (if depicted by, e.g., the zero-crossing of the second derivative of the filtered intensity pattern [6] ; Fig. 2 , left panel), but this is no longer the case if (1) there are other edges within the range of the filter (layer thickness not small compared to coherence length [7] ; or (2) the output of the filter is transformed. A log transform causes a spurious shift of the edge towards the side with the lower intensity ( Fig. 2 , middle panel).
The log-transformed output as a function of depth is called the A-scan, and a series of Ascans together form a B-scan. For the segmentation of retinal layers, one of the preprocessing steps that is often used before the segmentation is low-pass filtering, at this stage applied intentionally [8] . This filtering might also induce spurious effects. If a narrow intensity peak between two layers with different intensities is low-pass filtered, then its location is apparently shifted towards the side with the higher intensity ( Fig. 2, right panel) . In psychophysics, this phenomenon is known as illusory movement [9, 10] . Importantly, illusory movement requires a low contrast between peak and flanking areas, and a large contrast between the two flanking areas. Therefore, the phenomenon only affects the A-scan beyond the log transform. , depicted by the zero-crossing of the second derivative (red), is not affected by low-pass filtering (green). Middle panel: Effect of a log transform on the position of an edge: the transform causes a spurious shift of the edge towards the side with the lower intensity. Right panel: Illustration of illusory movement: the peak of a bright line that is flanked by two fields with different luminances appears to be shifted towards the field with the higher luminance -if low-pass filtered.
The aim of this study was to determine the influence of (1) coherence length and the log transform and (2) low-pass filtering of the A-scan on layer thicknesses as assessed with OCT. For this purpose we (1) performed A-scan measurements using a range of light source powers (SNRs) in a phantom eye with known layer thicknesses, (2) modeled the A-scan for a range of coherence lengths and light source powers, and (3) modeled the effects of low-pass filtering on the positions of the peaks and valleys in the A-scan and the corresponding first derivative.
Method

Phantom eye measurements
Measurements were performed with a custom-built SD-OCT system (modified from an earlier built ultra-high resolution SD-OCT system [11]) on a retinal phantom [1, 12] . Light from a superluminescent diode (HP-SLD-371, Superlum) with a center wavelength of 850 nm, an optical bandwidth of 50 nm (full width at half maximum; FWHM), and a coherence length of 6 um in tissue (n = 1.38) [13] was sent through single mode fiber (Corning HI780) through an optical isolator (Thorlabs) and coupled into an 80/20 2x2 fiber coupler (Thorlabs). In the reference arm, a collimator and lens (f30 mm, f60 mm, respectively) and gold-coated mirror (Thorlabs) were used to return light into the interferometer. The mirror in the reference arm was tipped to maintain a detector saturation of approximately 80%. In the sample arm, the light was collimated (f16 mm) and sent through a variable neutral density filter (Thorlabs), so that measurements could be made with different amounts of attenuation. The attenuation was quantified with an Ophir broadband power meter. All previously mentioned lenses were achromatic lenses designed for use with near infra red light (Thorlabs). An XYgalvanometer scanner (Thorlabs) was used for raster scanning. The light was focused onto the sample with an f10 mm microscope objective (Nikon). In the detection arm, the light was collimated with an f75 mm air-spaced achromatic lens optimized for use in the near infra red (Thorlabs), and dispersed with an 1800 lines per mm grating (Wasatch Photonics) at a Littrow angle of approximately 47°. The spectrum was focused onto a line scan camera (Avviva EM4, E2V) with a custom-made lens with a focal length of approximately 180 mm. The camera has 4096 detector elements, each measuring 10 by 10 µm. The fiber tip was imaged onto the detector with a spot size of 19 µm 1/e 2 , measured at 840 nm with a beam profiler (Thorlabs). The relatively high spectral resolution of this spectrometer, of ~50 nm/4096 = ~0.012 nm/pixel resulted in an imaging depth of 4.8 mm in air. Using noise analysis, the efficiency of the spectrometer was quantified, and equal to 19.7% [14] . Based on this efficiency and an input power of 750 µW, the sensitivity of the system was estimated at 102.6 dB. Images were acquired at an acquisition rate of 25 kHz, with an integration time of 36 µs per A-scan, with 1000 A-scans per B-scan. The system was operated in LabVIEW, while the data was postprocessed in Matlab.
Images were recorded from a phantom model retina, consisting of several layers of 50 µm thick silicone rubber with different reflectivity (Table 1) [1, 12] . Images were taken such that the layers were oriented perfectly perpendicular with respect to the scanning beam. The central ~800 A-scans of one B-scan were averaged into one depth profile to reduce the influence of speckle noise. 
Modeling the effects of light source power (signal-to-noise ratio) and coherence length on the log transformed output (A-scan)
Reflectivity R (a.u.) as a function of depth z, R(z), was modeled with a resolution of 0.1 μm.
Five layers of 50 μm each were employed, with R = 0, 0.1, 0, 0.8, and 0, respectively. The output of the spectrometer was presumed to be proportional to the light source power P and the square root of R [12] . Five different powers were used, being P = 1, 2, 4, 8, and 16 a.u., respectively. The influence of coherence length l c was modeled by convolving the output of the spectrometer with a Gaussian filter h(z) with standard deviation σ = 0.5l c /1.18 (assuming a Gaussian shape of the coherence function). Three different coherence-length values were used, being l c = 6, 12, and 24 μm (σ = 2.5, 5, and 10 µm, respectively [15] ; the coherence length of modern, clinical SD-OCT devices is typically 6 (Topcon 3D OCT 2000) to 7 (Heidelberg Spectralis) μm in tissue (n = 1.38)). Finally, a log transform was performed to calculate the output as a function of z (the A-scan):
where h(z) is the (Gaussian) coherence function, R(z) the reflectivity, P the light source power, and N the noise, that is, the output in layers with R(z) = 0 (factor 20 instead of 10 because the quantity of interest is R, which is proportional to the square of the spectrometer output). N was adjusted to make the modeled SNR for the highest value of P similar to the SNR as found during the experiments with the phantom eye, that is, a SNR of 32 dB for the high-reflective peak.
Modeling the effects of low-pass filtering of the A-scan
A (histogram-like) schematic A-scan was constructed using data from Ishikawa et al. (Fig. 2) [16] and Darma et al. (Fig. 4 (C)) [2] . Table 2 shows the thickness and signal strength of the layers. The A-scan was modeled with a resolution of 0.1 μm. Low-pass filtering was modeled by convolving the schematic A-scan with a Gaussian filter. Two standard deviations were used, being σ = 5 and 10 µm, respectively. The calculations were repeated for an eye with a thinned RNFL (10 μm instead of 20 μm). All model calculations were performed using Octave (version 3.6.2; www.gnu.org/software/octave/) for Linux (Ubuntu 12.10). 3. Results Figure 3 shows the measured signal strength in the phantom eye, as a function of light source power. At higher powers, the vertical distance between the traces was -as expectedapproximately 6 dB. At lower powers, this distance decreased. Peak widths tended to decrease with decreasing power. For all powers, the medium-and high-reflective layers (peaks) were clearly wider and the low-reflective layers (valleys) narrower than the expected 50 μm. For the first (medium-reflective) peak, the FWHM as determined with Origin 6.0 ranged from 64 to 73 μm going from the lowest to the highest light source power; this was 84 to 97 μm for the last (high-reflective) peak. The upper panel of Fig. 4 presents the modeled signal strength in response to a 50 μm medium-reflective layer between two low-reflective layers and a 50 μm high-reflective layer between two low-reflective layers, as a function of light source power, for a coherence length of 12 μm. In agreement with the measurements as presented in Fig. 3 , the vertical distance between the traces was approximately 6 dB at higher powers and decreased at lower powers, and this effect was clearer for the medium-reflective layer than for the high-reflective layer. The lower panel of Fig. 4 gives the corresponding first derivatives. Table 1 . The signal strength decreases with attenuation. Interestingly, the space between two reflectors seems thinner than the space inside the reflectors, even though they have the same thickness. Table 3 shows the width of the high-reflective peak as a function of coherence length and power, with width defined as (1) FWHM (based on the upper panel of Fig. 4) and (2) the distance between the maximum and minimum of the first derivative (based on the lower panel of Fig. 4) . The widths increased with increasing coherence length and power. Interestingly, the widths were larger than the underlying value of 50 μm for all coherence length and power values. Qualitatively, this agrees with the observations in the phantom eye ( Fig. 3) ; quantitatively, the effects in the phantom eye were even somewhat more pronounced. This indicates low-pass filtering on top of the coherence function, or it might be related to the non-Gaussian shape of the coherence function [13] . Table 3 . Widths of the modeled signal strength in response to a 50 μm high-reflective layer between two low-reflective layers (right peak in Fig. 4) Fig. 4) ; max-min of D = distance between maximum and minimum of signal strength derivative (lower panel of Fig. 4 ). Figure 5 shows the effects of low-pass filtering on a schematic A-scan profile of the human retina (blue), for Gaussian filters with 5 (green) and 10 (red) μm standard deviation. 
Discussion
The inherent minimal width of the coherence length, followed by a log transform results in an overestimation of the thickness of high-reflective layers (e.g., the RNFL) and this overestimation increases with an increase in SNR. Inevitably, the thickness of a low-reflective layer sandwiched between two high-reflective layers (e.g., the RGCL) will be underestimated, and this underestimation increases with an increase in SNR. Low-pass filtering of an A-scan profile results in (1) a shift of the RNFL towards the outer retina, (2) a thickening of the RNFL, (3) a thinning of the RGCL due to the low-pass filtering itself and due to RNFL thinning -if present, (4) a shift of the IPL towards the vitreous, and (5) a thickening of the IPL. All these (illusory movement) effects increase with an increase in low-pass filtering and a (disease-induced) decrease in peak thicknesses (RNFL and IPL).
The coherence length/log transform related overestimation of the thickness of highreflective layers cannot easily be verified in vivo, as a retina typically cannot be harvested after an OCT measurement, or is affected by shrinking and cutting artifacts in histology making such measurements hard to interpret [17] . However, an overestimation has been reported in a phantom eye, using clinically available OCT devices [1] . On average, a layer of 49 µm thickness was reported to have a thickness of 67 µm by the clinical devices. This overestimation even seems to exceed our values (Table 3) , which might be caused by the fact that Kinkelder et al. used a maximized image quality, meaning that images were obtained at the highest possible SNR [1] . The authors discussed potential sources for the observed discrepancy, including inadequate dispersion compensation, a faulty k-calibration of the spectrometer, broadening due to a finite optical resolution, a wrong assumption regarding the refractive index, or missing knowledge on the implementation of the manufacturers' proprietary segmentation algorithm. None of these factors was identified as a likely explanation for the observed thickness overestimation. This agrees with our finding that the inherent minimal width of the coherence function and the log transform together yield a spurious thickening of peaks, where model and experiment essentially agree. A decrease in the overestimation (that is, an apparent thinning) with a decrease in SNR has been measured clinically by performing layer thickness measurements before and after a cataract extraction. Lee et al. and Mwanza et al. found with the Stratus OCT a cataract extraction induced increase in the measured thickness of the peripapillary RNFL of 5 μm and 9.3% (~9 μm), respectively [3, 4] . Nakatani et al. found a significant increase in the thickness of both the macular RGC complex (GCC; RNFL + RGCL + IPL) and the peripapillary RNFL, with the RTVue 100 [5] . Low-pass filtering resulted in a right shift of the peak of the RNFL (upper-left panel) and -in agreement with illusory movement -this shift was more pronounced for the thinned RNFL (lower-left panel). Similarly, a left shift was observed for the IPL. If we define layer thickness using the maxima and minima of the first derivative, the RNFL thickness in the upper-right panel (unfiltered 20 μm) was 20 and 24 μm for 5 and 10 μm standard deviation, respectively, and in the lower-right panel (unfiltered 10 μm) 13 and 22 μm. The RGCL thickness (unfiltered 30 μm) in the upper-right panel was 30 and 25 μm for 5 and 10 μm standard deviation, respectively, and in the lower-right panel 28 and 19 μm. Hence, RNFL thinning causes an additional thinning of the RGCL, on top of the RGCL thinning due to the low-pass filtering itself. The IPL thickness (unfiltered 20 μm) was 20 and 23 μm for 5 and 10 μm standard deviation, respectively; independent of the RNFL thickness. The thickness of the RGC complex (RNFL + RGCL + IPL) was, for the intact RNFL, 70 and 72 μm for 5 and 10 μm standard deviation, respectively (expected thickness 70 μm) and for the thinned RNFL 61 and 64 μm (expected thickness 60 μm).
The influence of illusory movement on the accuracy of OCT measurements is difficult to weigh. Spatial low-pass filtering is part of preprocessing in segmentation algorithms, but often in an anisotropic way [8] , that is, the filter width is greater parallel than perpendicular to the retinal surface. However, with a decrease in SNR the filter width in the direction of the Ascan may increase intentionally (to improve the information yield, that is, sacrificing the high spatial frequencies in order to get a more accurate estimate of the low spatial frequencies in situations with poor SNR) [18, 19] or unintentionally (for example, due to errors in the registration of adjacent A-scans or layer thickness inhomogeneities). Generally, as long as layer thickness >> filter width the effect is negligible whereas the effect becomes important as soon as layer thickness and filter width are of the same order of magnitude [9] . This implies an increase in illusory-movement artifacts with a decrease in layer thickness. We showed an underestimation of RNFL thinning and a spurious thinning of the RGCL in case of a thinning of the RNFL (Fig. 6 ). Darma et al. investigated the effect of a decrease in SNR, induced by using neutral density filters, on layer thicknesses as assessed with a Topcon 3D OCT (OCT-1000; Topcon Medical Systems, Tokyo, Japan) using the Iowa Reference Algorithm [20] , in healthy subjects [2] . With a decrease in SNR, the most obvious changes were a thickening of the ONL + IS and a thinning of the GCC. The latter was caused by a thinning of all three contributing layers (RNFL, RGCL, and IPL). Thinning of the RNFL and IPL with decreasing SNR can easily be attributed to the coherence length/log transform issue, but the concurrent thinning of the RGCL can only be explained by an increase in low-pass filtering of the A-scan with decreasing SNR, yielding a more pronounced illusory-movement effect.
In the current manuscript, we defined layer thickness as FWHM or by detecting the layer borders using the extremes of the first derivative; for peak location we employed the zerocrossing of the first derivative. Obviously, many other approaches exist for segmenting OCT images [8] . However, the effects we describe are not caused by our assumptions. Coherence length is a fact given from physics and the log transform is a universal approach, as is lowpass filtering of the A-scan as part of preprocessing. Hence, other algorithms are not necessarily more resistant against the artifacts uncovered in this study, as they have to handle the same issues. Interestingly, as mentioned above, a spurious thickening of a high-reflective phantom eye layer has been reported for clinically available OCT devices, and a change of the RNFL thickness related to a cataract surgery induced change in SNR is a well-established clinical finding. Current device-independent segmentation algorithms like the Iowa reference algorithm [19] and the open-source algorithm of Chiu et al. [21] take the log-transformed image as starting point as well. The Iowa reference algorithm segmentation results appeared to be SNR dependent (see above). To explore the SNR dependence of the algorithm of Chiu et al., we used their Duke Optical Coherence Tomography Retinal Analysis Program (DOCTRAP software) to segment the image of Fig. 1 (upper panel, left) before and after the addition of white noise to the raw spectra that reduced the SNR of the RNFL peak from 25 to 13 dB. The RNFL thickness was 55 μm in the original image and decreased to 53 μm with the added noise -an apparently modest change (for interpretation of the thickness values, see end of Discussion section and Fig. 7) .
In a recent population-based study, the mean RGCL thickness in the inferior half of a 6x6 mm macular region OCT scan ranged from 10 to 30 μm in glaucoma patients and from 20 to 40 μm in controls [22] . In that study, the mean RGCL thickness in the inferior half of the macular region scan was the best metric to discriminate between glaucoma patients and controls. The average rate of change of the peripapillar RNFL thickness was reported to be typically 1 μm/year in glaucoma patients and about half that value in controls [23] [24] [25] ; similar values were found for the GCC [26] . Hence, the biases observed in the current study are at least of the same order of magnitude as clinically relevant differences between glaucoma patients and controls.
Is it possible to adjust layer thicknesses for the artifacts in order to report correct values? This is not obvious as the two main sources of errors (coherence length and illusory movement) sometimes amplify and sometimes counteract each other, and may depend on the SNR and the actual layer thicknesses. The unifying underlying problem is the log transform: not only in the coherence length/log transform issue but also for the illusory-movement phenomenon, as this phenomenon requires a low contrast between peak and flanking areas and a large contrast between the two flanking areas, and would thus be nonexistent without the log transform (see also Introduction section). The easiest way to get at least one robust and bias free thickness measure relevant to glaucoma could be to calculate the thickness of the RNFL in the raw (I 2 ) signal rather than using the log-transformed signal. As to be expected, for the model calculations as presented in Fig. 4 and Table 3 , this resulted in bias free layer thickness estimates. However, a caveat here is that the noise within the peaks is more pronounced in the raw signal than in the log-transformed signal, which makes an accurate determination of peak height (and thus FWHM) in measured data not obvious. We analyzed the raw signal of the measurements as reported in Fig. 3 . The resulting thicknesses of the peaks were thinner than those reported in the Results section for the log-transformed signal (but still somewhat thicker than expected) and essentially independent of the light source power (FWHM of the raw (I 2 ) signal as determined with Origin 6.0 was 65 μm for the left peak in Fig. 3 and 83 μm for the right peak, within 1 μm for all light source powers used). We also determined the FWHM of the raw signal RNFL peak in Fig. 1 , before and after adding white noise to the raw spectra, providing 12 dB attenuation. This resulted in a constant thickness of 38 μm (Fig. 7, left panel) . The FWHM of the RNFL peak in the log-transformed signal was 54 μm before and 43 μm adding noise ( Fig. 7, right panel) . 
Conclusion
In conclusion, clinically available OCT devices have sophisticated analysis tools that report layer thicknesses in a seemingly accurate way. The reported thicknesses may or may not reflect the real anatomy of the retina. Thicknesses are influenced by coherence length, the log transform, image quality (SNR), and the segmentation algorithm, and may thus differ both within and between devices. The observed biases are of the same order of magnitude as clinically relevant differences and changes and for that reason cannot be ignored. For the RNFL, the log transform related issues could possibly be circumvented by calculating its thickness as the FWHM of the raw signal, a seemingly attractive option that needs to be explored in data from glaucoma patients and healthy subjects.
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